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Abstract 

Background: A key element for long-term success of dental implants is integration of the implant surface with the 
surrounding host tissues. Modification of titanium implant surfaces can enhance osteoblast activity but their effects 
on soft-tissue cells are unclear. Adherence of human keratinocytes and gingival fibroblasts to control commercially 
pure titanium (CpTi) and two surfaces prepared by anodic oxidation was therefore investigated. Since implant 
abutments are exposed to a bacteria-rich environment in vivo, the effect of oral bacteria on keratinocyte adhesion 
was also evaluated. 

Methods: The surfaces were characterized using scanning electron microscopy (SEM). The number of adhered cells 
and binding strength, as well as vitality of fibroblasts and keratinocytes were evaluated using confocal scanning 
laser microscopy after staining with Live/Dead ^aclight. To evaluate the effect of bacteria on adherence and vitality, 
keratinocytes were co-cultured with a four-species streptococcal consortium. 

Results: SEM analysis showed the two anodically oxidized surfaces to be nano-structured with differing degrees of 
pore-density. Over 24 hours, both fibroblasts and keratinocytes adhered well to the nano-structured surfaces, 
although to a somewhat lesser degree than to CpTi (range 42-89% of the levels on CpTi). The strength of keratinocyte 
adhesion was greater than that of the fibroblasts but no differences in adhesion strength could be observed between 
the two nano-structured surfaces and the CpTi. The consortium of commensal streptococci markedly reduced 
keratinocyte adherence on all the surfaces as well as compromising membrane integrity of the adhered cells. 

Conclusion: Both the vitality and level of adherence of soft-tissue cells to the nano-structured surfaces was similar to 
that on CpTi. Co-culture with streptococci reduced the number of keratinocytes on all the surfaces to approximately 
the same level and caused cell damage, suggesting that commensal bacteria could affect adherence of soft-tissue cells 
to abutment surfaces in vivo. 
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Background 

Due to their generally good clinical outcomes, dental im- 
plants are now a common treatment for replacing lost 
or missing teeth. The key elements for the long-term 
success of such implants are the formation of a stable 
connection between the host bone tissue and the fixture 
surface (osseointegration) and integration of the trans- 
mucosal component, or abutment, with the soft tissues. 
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Previously, much research has concentrated on the op- 
timization of osseointegration but more recently the 
focus has shifted to include the development of biomate- 
rials that enhance the formation of a peri-implant soft- 
tissue barrier. In the oral cavity, implant abutments 
protruding through the mucosa are exposed to a com- 
plex environment containing saliva and gingival exudate, 
as well as microorganisms. The microbial load in the 
oral cavity is very high, and up to 700 different species 
have been identified [1]. After placement, the abutment 
surface rapidly becomes colonized by oral bacteria which 
can compete with epithelial and connective tissue cells 
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for binding to the surface (for a review see [2]). Typical 
examples of early colonizers on both hard and soft 
tissues in the oral cavity are streptococci, including 
Streptococcus gordoniU Streptococcus oralis, Streptococcus 
mitis and Streptococcus sanguinis, as well as species such 
as Actinomyces naeslundii [3,4]. Adherence of these 
micro-organisms to the abutment surface can provide 
binding sites for a new set of colonizers eventually lead- 
ing to the formation of mature plaque [5,6]. 

In natural teeth bacterial invasion into the periodontal 
soft-tissues is limited physically by the gingival mucosa, 
which forms a seal around the neck of the tooth. The 
epithelium also acts as a physiological barrier through 
the release of molecules involved in innate immunity in- 
cluding antimicrobial peptides and cytokines, as well as 
the initiation of inflammatory responses [7]. In the case 
of dental implants the natural barrier consisting of junc- 
tional epithelium and the periodontal ligament is lack- 
ing, thus increasing the importance of a soft-tissue cuff 
of epithelial cells and fibroblasts tightly attached to the 
abutment. Studies in dogs have suggested the peri- 
implant mucosa can form a seal through a cuff of well- 
keratinized mucosa, analogous to that surrounding 
natural teeth [8] and layers of epithelial cells have been 
identified in close association to titanium surfaces im- 
planted into the oral mucosa [9]. In addition, histological 
studies indicate that epithelial cells can attach to titan- 
ium surfaces by means of hemi-desmosomes similar to 
those found in the internal basal lamina [10]. The ar- 
rangement of soft-tissues at the mucosal interface has 
been shown to be influenced by modification of titanium 
implant surface topography with oxidisation or acid 
etching, as well as chemical modification with laminin 5 
[11,12]. Recently, the role of nanostructures on titanium 
implant surfaces in tissue healing has become a major 
focus of interest. Nanostructures, including nanopores 
and nanotubues, can be created by anodic oxidation, an 
electrochemical method in which variables such as volt- 
age, electrolyte concentrations and time can be varied to 
create different nanotopographies. However, while ef- 
fects of modifications on the nanometre level on osteo- 
blast activity have been studied extensively [13,14], 
knowledge of how nanostructures influence peri-implant 
soft-tissue healing is currently limited. The few in vivo 
studies that have been undertaken in rats [15], dogs [16] 
or humans [17] (Wennerberg et al) suggest that the use 
of nanostructured titanium abutment surfaces might im- 
prove soft-tissue healing. One in vitro study by Zile 
et al, [18] revealed that the density of keratinocytes on 
nanotubular and nanorough surfaces was increased com- 
pared to that on conventional titanium surfaces whereas 
for fibroblasts, such studies have shown increased cell 
adherence on nano-structured surfaces prepared by an- 
odic oxidation [19] but decreased adherence to nano- 



structured titanium coatings on silicone [20]. While 
these in vitro studies have shed light upon possible posi- 
tive effects of such surfaces, in vivo, the situation during 
the initial stages of healing is much more complex, 
where cell attachment occurs in the presence of early 
colonizing oral bacteria such as oral streptococci. There- 
fore in this study, we have investigated the adherence of 
human keratinocytes and gingival fibroblasts to nano- 
structured titanium surfaces and also evaluated the effect 
of a bacterial consortium containing Streptococcus gordo- 
nii, Streptococcus oralis, Streptococcus mitis and Strepto- 
coccus sanguinis on adhesion of keratinocytes to the 
surfaces. 

Methods 

Titanium surfaces 

Titanium discs (8 mm in diameter and 2 mm in thick- 
ness) with three different surfaces were used in this 
study. Commercially pure titanium discs (CpTi) were 
used as controls (C) and two anodically-oxidized sur- 
faces (Nl and N2) were used as test surfaces. Nl was 
prepared by anodic oxidation on commercially pure ti- 
tanium whereas N2 was prepared by anodic oxidation 
on titanium alloy (TiAl^Vj. Auger electron spectroscopy 
analysis revealed the oxide layer on the Nl and N2 sur- 
faces to be greater than 100 nm thick and the mean 
contact-angles for the control, Nl and N2 surfaces 
showed no significant differences (51° ± 2, 42° ±1°, 38° ± 
0.3°, respectively) [21]. Profilometry measurements of 
the mean roughness (Sa) showed that all surfaces had a 
smooth topography with Sa of 0.18 (im for the control 
surface, and 0.17 (im and 0.21 (im respectively for the 
Nl and N2 surfaces [21]. Before use, titanium discs were 
cleaned by ultrasound treatment in 70% PRO-analys 
ethanol for 2 x 10 minutes, followed by washing with 
sterile ultrapure water for a further 2 x 10 minutes. 

Scanning electron microscopy 

The surface morphology of the titanium discs was 
examined using a Zeiss Ultra 55 scanning electron 
microscope. Images were taken with a secondary elec- 
tron detector at 8000x magnification using a 10 kV 
accelerating voltage and an objective lens aperture 
of 30 (im. 

Human gingival fibroblasts 

Human gingival fibroblast cultures were established 
from gingival biopsies obtained from two healthy sub- 
jects (aged 11-13 years) with no clinical signs of peri- 
odontal disease. The Swedish Central Ethical Review 
Board, Stockholm approved the collection of biopsies 
and the establishment of the fibroblast cell lines (register 
number 377/98). Minced pieces of gingival tissue were 
explanted to 25 cm^ tissue culture flasks (Falcon) 
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containing 5 ml of DMEM supplemented with penicillin 
(50 units/ml), streptomycin (50 (ig/ml) and 5% fetal calf 
serum (PCS) (Invitrogen Life Technologies, Scotland, 
UK). Gingival fibroblasts obtained by trypsinization of 
the primary cell outgrowth were grown at 37°C with 5% 
CO2 and routinely passaged using 0.025% trypsin in 
phosphate-buffered saline (PBS) containing 0.02% EDTA 
at 90% confluence. Human gingival fibroblasts between 
the 9th and 14th passages were used in this study. 

Human oral keratinocytes 

Immortalized normal human oral keratinocytes (OKF6/ 
TERT-2) [22] obtained from Dr James Rheinwald (Brigham 
and Women's Hospital, Boston, USA), were seeded into 
culture dishes in serum-free keratinocyte medium (Gibco) 
supplemented with 0.2 ng ml"^ human recombinant epi- 
dermal growth factor, 25 [ig bovine pituitary extract mT^ 
and 0.3 mM CaCl2 containing 1 lU penicillin ml"^ and 
1 [ig streptomycin ml"^ (DF-K medium) and cultured in 
5% CO2 in air at 37°C. The medium was changed after 
1 day and every 2-3 subsequent days until the cells 
reached 30-50% confluence. Cells were passaged using 
0.05% trypsin-EDTA (Gibco). 

Cell adhesion assay 

Titanium discs were placed in 24-well tissue culture 
dishes (Becton Dickinson), seeded with either keratino- 
cytes or gingival fibroblasts (1 x 10^ cells in 1 ml DF-K 
medium or DMEM supplemented with penicillin (50 
units/ml), streptomycin (50 (ig/ml) and 5% fetal calf 
serum, respectively) and incubated in 5% CO2 in air at 
37°C for 24 hours. This time point was chosen since a 
sufficient number of cells had adhered in order for the 
results to be reliable but little cell division had occurred. 
The discs were gently washed with PBS to remove non- 
attached cells and stained using Live/Dead BacLight stain- 
ing kit (Molecular Probes). Adherent cells were visualized 
using a fluorescence microscope. To evaluate how well 
the cells were attached to the substratum, a standardised 
washing procedure was used to remove loosely adhered 
cells [23]. Discs in culture dishes containing 1 ml PBS 
were shaken at 100 rpm for 2 x 5 minutes (IK A Vibrax ro- 
tary shaker, GMBH & Co., Germany). Cells remaining 
after this procedure were counted manually after staining 
with Live/Dead BacLight staining kit and image capture 
using fluorescence microscopy. The number of cells 
remaining after the wash was expressed as a ratio of control 
(number of cells present before washing). 

Bacterial strains 

Clinical isolates of S. gordonii (HC7), S, mitis (BA7), S, 
oralis (89C) and S, sanguinis (FC2) were used in this 
study. S, gordonii, S, mitis and S, sanguinis were obtained 
from approximal dental plaque, while S, oralis was isolated 



from a peri-implant infection. S. gordonii was identified by 
positive phenotypic tests for A/^-acetyl-glucosaminidase, N- 
acetylgalactosaminidase, a-fucosidase and p-galactosidase 
while identification of S, mitis was based on positive 
phenotypic tests for A/^-acetyl-galactosaminidase, A/^-acetyl- 
glucosaminidase, p-galactosidase and sialidase. Identifica- 
tion of S, sanguinis was based on phenotypic tests negative 
for sialidase, arbinosidase, L-fucosidase, a-glucosidase and 
firm adherence to MSA agar and S, oralis was identified 
based on positive phenotypic tests for A/^-acetylglucosami- 
nidase and sialidase and a negative test for D-fucosidase, 
in addition to sequencing of the gdh and ddl genes [24]. 
Bacteria were grown on blood agar in an atmosphere of 
5% CO2 in air at 37°C. Colonies were transferred to Bacto 
Todd-Hewitt broth (TH) (Becton Dickinson & Co) and 
grown overnight in 5% CO2 in air at 37°C. The suspen- 
sions were transferred to fresh TH broth and incubated at 
37°C until the mid-exponential growth phase was reached 
(Aeoo ~ 0-5), corresponding to 10^ cells/ml. Log phase cul- 
tures of each strain were then mixed (1:1:1:1) to give a 
four-species consortium and centrifuged (4000^) for 
10 min. The pellets were then re-suspended in serum- 
free keratinocyte medium (Gibco) supplemented with 
0.2 ng mr^ human recombinant epidermal growth fac- 
tor, 25 (ig bovine pituitary extract ml"^ and 0.3 mM 
CaCl2 to give a final concentration of 10^ cells/ml. 

Effect of oral bacteria on keratinocyte adherence 

To study the effect of oral bacteria on keratinocyte adhe- 
sion, titanium discs were seeded with 1 ml of OKF6/Tert 
2 cells and these were allowed to attach for 16 hours. 
After this time, 1 ml of the four-species bacterial consor- 
tium containing 10^ cells in serum-free keratinocyte 
medium as described above, was added and the discs 
then incubated in 5% CO2 in air at 37°C for an add- 
itional 8 hours. After a total incubation time of 24 hours, 
the discs were washed gently with serum-free keratinocyte 
medium to remove non-attached cells and the remaining 
adherent cells stained with Live/Dead BacLight staining 
kit (Molecular Probes) prior to visualization in a fluores- 
cence microscope. To evaluate strength of attachment of 
the bacteria-treated cells to the substratum, the same stan- 
dardised washing procedure as outlined above was used. 
Alternatively, titanium discs were seeded with 1 ml of the 
four-species bacterial consortium containing 10^ cells in 
serum-free keratinocyte medium (5% CO2 in air at 37°C) 
for 2 hours and washed three times with serum-free kera- 
tinocyte medium before the addition of 1 x 10^ cells in 
1 ml serum-free keratinocyte medium for 22 hours. 

Image analysis and statistics 

Experiments were carried out three times using inde- 
pendent cell and bacterial cultures. For all experiments, 
images were taken at the same twenty standardized 
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points on the surfaces, avoiding the centre and extreme 
edges of the discs. The results for the test surfaces were 
compared to control using ANOVA, with a Bonferroni 
post-test and p-values below 0.05 were considered 
significant. 

Results 

Surface morphology 

The surface SEM micrographs of the CpTi control and 
anodically-oxidized surfaces, are shown in Figure 1. The 
surface of the CpTi control disc had an anisotropic top- 
ography similar to that of machined commercial im- 
plants. Both the anodically-oxidized surfaces (Nl and 
N2) had pores in the 50 nm range. On the Nl surface, 
the pore-density was high and the pores were evenly dis- 
tributed over the surface whereas on the N2 surfaces, 
the pores more sparsely distributed and clustered, giving 
rise to larger pore-free areas. 

Attachment of human gingival fibroblasts to 
nano-structured titanium surfaces 

Adherence of human gingival fibroblasts to the three 
surfaces, CpTi control, Nl and N2 was investigated. 
Cells were allowed to adhere for 24 hours, prior to stain- 
ing with Badight Live/Dead and visualization in a fluor- 
escence microscope. Image analysis revealed the cells to 
have an elongated morphology characteristic of fibro- 
blasts (Figure 2a). On the CpTi control surface, the cell 
density was relatively high (Figure 2a), corresponding to 
approximately 781 ± 87 cells mm"^ (Figure 2b). Levels of 
coverage for the N2 surface were (669 ± 26 cells mm"^), 
corresponding to 85% of control, whereas coverage on 
the Nl surface (328 ± 84 cells mm"^) corresponded to 
42% of control (Figure 2a,b). The reduction on the Nl 
surface was significant at the 5% level compared to con- 
trol. Thus, the gingival fibroblasts showed a somewhat 
lower capacity to adhere to the Nl than to the control 
and N2 surfaces. 

An assay, based on the number of cells removed by a 
standardized washing procedure, was used to determine 
the adhesion strength of the fibroblasts on the three sur- 
faces. The number of adherent cells remaining after the 
treatment was quantified and calculated as a percentage 



of the initial cell count on the same surface. This re- 
vealed that on the CpTi control surface, 33 ± 0.7% of the 
cells remained after washing while for the Nl and N2 
surfaces, the corresponding figures were 44 ± 6.8% and 
23 ± 2.7% respectively. These data indicate that there 
was no difference between the strength of adhesion of 
the gingival fibroblasts to the CpTi control and the 
nano-structured surfaces. 

Adherence of oral keratinocyes to titanium surfaces 

The other soft-tissue cells of importance for integration 
of dental implants are oral keratinocytes, and therefore 
the adherence of these cells to the three surfaces was 
also tested. After 24 hours, the keratinocytes were viable 
and were found as clusters of cells with a typical polyg- 
onal morphology, spread evenly over the surface of the 
titanium discs (Figure 3a). On the CpTi control surface, 
the mean number of cells was 470 ± 73 mm"^. The mean 
number of cells on the Nl surface (419 ± 107 mm"^) was 
similar to that on the CpTi whereas that on the N2 sur- 
face was somewhat lower (284 ± 27 mm"^). These values 
correspond to 89% and 60%, respectively, of the level on 
the control surface. None of these differences was sig- 
nificant at the 5% level (Figure 3b). The adhesion 
strength of the keratinocytes on the surfaces was investi- 
gated using the washing assay. Similar proportions of 
the attached cells remained on all three surfaces after 
washing, suggesting that the adhesion strength of the 
keratinocytes was not influenced by the presence of 
nano-structures (left column. Table 1). 

Influence of oral streptococci on binding of keratinocytes 

In the area where the abutment emerges through the 
oral epithelium, keratinocytes attaching to the abutment 
surface are exposed to the oral microbiota. Therefore 
the influence of a consortium of early colonizers on 
keratinocyte adherence was investigated. The presence 
of bacteria during the final 8 hours of the adherence 
period caused a marked reduction in the number of ker- 
atinocytes found on all the surfaces compared to the 
level seen in the absence of bacteria (Figure 3b), al- 
though this difference was not significant at the 5% level 
(Figure 4a,b). Small numbers of bacteria were found as 




Figure 1 SEM images of CpTi and anodically oxidized surfaces. Representative images of tlie control (CpTi) (C), and anodically oxidized 
surfaces (Nl and N2).TIie scale bar represents 1 pm. 
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Figure 3 Adherence of human oral keratinocytes to CpTi control (C) and nano-structured (N1 and N2) surfaces, (a) Adhered cells were 
stained with Live/Dead BacUght and viewed in a fluorescence microscope. The scale bar represents 50 |jm. (b) Graphs showing mean number of 
adhered cells ±SEM from three independent experiments. 
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Table 1 Keratinocytes on CpTi (C) and nano-structured 
surfaces (N1 & N2) after a standardized wash, expressed as 
a percentage of the pre-wash levels for the same surface 



Keratinocytes remaining on surfaces after wash 


Surface 


- Bacteria 


+ Bacteria 


C 


83 ± 5.5% 


96 ± 0.3% 


Nl 


75 ± 1 .4% 


83 ± 3.5% 


N2 


94 ± 1 .5% 


87 ±4.6% 



clusters associated with both the titanium surface and 
the adherent keratinocytes. These data thus suggest that 
the presence of bacteria either reduced the ability of the 
keratinocytes to bind to the surfaces or caused detach- 
ment of adhered cells. Interestingly, the nucleus of the 
keratinocytes exposed to the bacteria for 8 hours showed 
red or orange staining with the Badight Live/Dead stain 
that was not seen in the unexposed keratinocytes 
(Figure 5). This indicates that propidium iodide had en- 
tered the cells and is indicative of damage to the cell 
membrane. The presence of the bacteria thus, not only 
appeared to cause a reduction in the net number of cells 
adhering to the substrate after 24 hours, but also af- 
fected cell viability. To investigate the effect of bacteria 
on adhesion strength of keratinocytes, the washing assay 
was also applied to cells previously exposed to the 



bacteria. After this treatment, no significant decrease in 
the number of cells present on the surface compared to 
the pre-wash levels was seen for any of the surfaces 
(right column. Table 1). These results therefore suggest 
the bacteria did not affect the strength of adhesion of 
the keratinocytes to the different surfaces. The adher- 
ence of keratinocytes to surfaces already colonized by 
the consortium of oral streptococci was also investi- 
gated. After 2 hours, surface coverage by the consortium 
was around 50% and 20 hours after their addition, only 
sporadic adherence of keratinocytes was seen (data not 
shown). Thus the presence of early colonizing bacteria 
on the titanium surfaces clearly inhibited subsequent at- 
tachment of keratinocytes. 

Discussion 

Previously, much work has focussed on the modification 
of Ti02 surfaces to improve osseo-integration and stud- 
ies have investigated both osteoblast adherence in vitro 
[13,14] and tissue integration in vivo [25]. However, 
there are still significant gaps in our knowledge regard- 
ing the adherence and function of soft-tissue cells at the 
abutment-mucosa interface. In this study, adherence of 
keratinocytes and fibroblasts to two surfaces; one formed 
by anodic oxidation on CpTi (Nl) and the other, formed 
by anodic oxidation on a titanium alloy (N2), was 
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Figure 4 Adherence of human oral keratinocytes to CpTi control (C) and nano-structured (Nl and N2) surfaces incubated with a 
consortium of oral streptococci, (a) Adhered cells were stained with Live/Dead fiacLight and viewed in a fluorescence microscope. The scale 
bar represents 50 pm. (b) Graphs showing mean number of adhered cells ±SEM from three independent experiments. 
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compared to that on a control CpTi surface. Both the 
modified surfaces were nano- structured with pores in 
the 50 nm range covering the entire surface. However, 
they differed in pore-density, with more sparsely distrib- 
uted pores and with larger pore-free areas on the N2 
than on the Nl surface. As well as nanoscale modifica- 
tions, anodic oxidation can cause changes in the bulk 
material surface, and the Ti02 surface layers of Nl and 
N2 have been demonstrated to contain higher levels of 
crystalline anatase than the CpTi control [21]. Although 
cytotoxic effects on bacteria have been observed in the 
presence of UV radiation [26], little is known about the 
effects of surface-associated anatase on eukaryotic cells. 
In this study, however, the anatase-rich Nl and N2 sur- 
faces demonstrated no cytotoxic effects on either fibro- 
blasts or keratinocytes. 

The pattern of binding of human gingival fibroblasts 
was somewhat different to that of keratinocytes. Both fi- 
broblasts and keratinocytes were able to bind to the 
CpTi control and the nano-structured surfaces. How- 
ever, while the level of adherence of fibroblasts to the 
N2 surfaces was similar to that on CpTi control, adher- 
ence to the Nl surface was significantly reduced. For 
keratinocytes, even though the number of cells was 
somewhat lower on the N2, there were no significant 
differences in the overall cell density on the nano- 
structured surfaces compared to that on CpTi control. 
The data thus show that the presence and distribution of 
pores had no influence on the adherence of oral kerati- 
nocytes whereas for gingival fibroblasts, a high pore- 
density reduced adherence. This suggests that binding of 
gingival fibroblasts was affected by the nature of the sub- 
strate whereas that of keratinocytes was not influenced 
to the same extent. In a study by Ma et aL, the presence 
of nanotubules with a diameter of around 100 nm re- 
duced fibroblast adherence compared to a polished ti- 
tanium control [27] while Guida et al showed increased 
fibroblast adherence to oxidized nano-structured sur- 
faces compared to turned titanium controls [19]. Con- 
clusions regarding the effects of nano-structures on 



fibroblast function are thus difficult to draw from the 
current literature. For keratinocytes, data is limited but 
Zile et al, [18] have shown that nano-tubular titanium 
surfaces promote adherence compared to conventional 
nano-smooth surfaces. In this study, the number of kera- 
tinocytes adhering to the conventional titanium surface 
was comparable to that seen for the control surfaces in 
their study, although no increase in cell density on the 
nano-structured surfaces used here was observed. 

The formation of a tight seal between the implant and 
the surrounding soft-tissues is expected to contribute to 
the maintenance of healthy tissues around an implant 
[28,29]. Studies conducted in dogs have revealed that 
sol-gel derived nanoporous titanium surfaces can induce 
the development of hemidesmosomal interactions be- 
tween the oral mucosa and the implant surface [16]. 
Similarly, in human subjects, contact between the oral 
mucosa and titanium implants was enhanced in the 
presence of sol-gel-derived titanium oxide films [17]. 
Therefore the adhesive strength of the keratinocytes and 
fibroblasts was investigated using a procedure that re- 
moved weakly attached cells. A similar method has been 
used previously to investigate the adherence of epithelial 
cells and fibroblasts to titanium [23]. The results of this 
study revealed no differences in adhesion strength of 
keratinocytes or fibroblasts to the anodically-oxidized 
surfaces compared to CpTi control suggesting that the 
nano-structures did not influence the strength of attach- 
ment of either cell type. This is in agreement with find- 
ings from another in vitro study where adhesion 
strength of fibroblasts was not affected by surface condi- 
tions and materials [30]. However fibroblasts were re- 
moved to a greater extent from all of the surfaces than 
the keratinocytes, indicating a lower overall adhesive 
strength for these cells. 

Most in vitro studies of the influence of implant sur- 
face properties on host cell adherence have been under- 
taken in bacteria-free environments. However when an 
abutment surface is placed in the oral cavity, the cap- 
acity of soft- tissue cells, particularly keratinocytes, to 
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adhere may be influenced by the presence of microor- 
ganisms in the oral environment. The effect of a consor- 
tium of early colonising streptococci on adherence and 
adhesion strength of keratinocytes was therefore investi- 
gated. Keratinocyte adherence was largely inhibited 
when bacteria were already present on the titanium 
surfaces suggesting that soft-tissue healing could be 
strongly influenced by the presence of microbial biofilms 
on the abutment surface. Exposure of attaching kerati- 
nocytes to the same bacteria, reduced cell density by 
around 50% and the integrity of the cell membrane of 
the remaining cells appeared to be compromised. While 
the cell damage observed here was somewhat surprising 
since oral streptococci are normally not considered to be 
pathogenic, similar results were obtained in in vitro 
studies where osteoblasts were exposed to the skin com- 
mensal. Staphylococcus epidermidis [31,32]. It is known 
that commensal streptococci produce a range of meta- 
bolic end-products including lactate, acetate, ethanol 
and formate as well as enzymes (glycosidases and prote- 
ases) and bacterial antigens including lipoteichoic acid 
(LTA) which may be considered as possible mechanisms 
for the observed cell damage [33,34]. While keratino- 
cytes can respond to LTA through Toll-like receptors 
[35], the effects of other substances upon keratinocyte 
function are currently not well understood. No reduc- 
tion in adhesion strength of keratinocytes, co-cultured 
with bacteria, to the titanium surfaces could be detected 
suggesting that the cells were not less strongly attached 
than their counterparts in sterile conditions. 

Conclusions 

A major challenge in dental implant research is to de- 
velop surfaces that diminish biofilm formation at the 
same time as promoting adherence of host cells (kerati- 
nocytes, fibroblasts and osteoblasts). Here, only minor 
differences were seen in the adherence of keratinocytes 
and fibroblasts to the nano-structured surfaces com- 
pared to the CpTi control. In a previous study, adher- 
ence of oral streptococci to the Nl and N2 surfaces was 
significantly lower than to the CpTi control [21] suggest- 
ing that these surfaces may be capable of promoting host 
tissue cell adherence while minimizing bacterial adhe- 
sion. Thus, anatase-rich, nano-structured surfaces ap- 
pear to offer promising properties for enhancement of 
dental implant abutment integration with soft-tissues 
however, this process was negatively affected by the 
presence of commensal oral bacteria. 
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